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S Improved Oxygen-Beam Texturing of Glucose-Monitoring Optics 

Textures can be more nearly optimized for greater utilization of light. 

John H. Glenn Research Center, Cleveland, Ohio 


An improved method has been devised 
for using directed, hyperthermal beams 
of oxygen atoms and ions to impart de- 
sired textures to the tips of polymethyl- 
methacrylate [PMMA] optical fibers to be 
used in monitoring the glucose content 
of blood. The improved method incorpo- 
rates, but goes beyond, the method de- 
scribed in “Texturing Blood-Glucose- 
Monitoring Optics Using Oxygen Beams” 
(LEW-17642-1), NASA Tech Briefs, Vol. 29, 
No. 4 (April 2005), page 11a. 

The basic principle of operation of 
such a glucose-monitoring sensor is as fol- 
lows: The textured surface of the optical 
fiber is coated with chemicals that inter- 
act with glucose in such a manner as to 
change the reflectance of the surface. 
Light is sent down the optical fiber and is 
reflected from, the textured surface. The 
resulting change in reflectance of the 
light is measured as an indication of the 
concentration of glucose. 

The required texture on the ends of 
the optical fibers is a landscape of micro- 
scopic cones or pillars having high aspect 
ratios (microscopic structures being taller 
than they are wide). The average distance 
between hills must be no more than about 
5 pm so that blood cells (which are wider) 
cannot enter the valleys between the hills, 
where they would interfere with optical 
sensing of glucose in the blood plasma. 
On the other hand, the plasma is re- 
quired to enter the valleys, and high as- 
pect ratio structures are needed to maxi- 
mize the surface area in contact with the 
plasma, thereby making it possible to ob- 
tain a given level of optical glucose-meas- 
urement sensitivity with a relatively small 


volume of blood. There is an additional 
requirement that the hills be wide 
enough that a sufficient amount of light 
can propagate into them and, after reflec- 
tion, can propagate out of them. 

The method described in the cited 
prior article produces a texture compris- 
ing cones and pillars that conform to the 
average-distance and aspect-ratio require- 
ments. However, a significant fraction of 
the cones and pillars are so narrow that 
not enough light can propagate along 
them. The improved method makes it 
possible to form wider cones and pillars 
while still satisfying the average-distance 
and aspect-ratio requirements. 

tn the improved method, as in the previ- 
ously reported method, multiple optical 
fibers are first bundled together for simulta- 
neous texturing of their distal tips. How- 
ever, prior to texturing by exposure to an 
oxygen beam, the tips are first coated by 
vapor deposition of a thin, sparse layer of 
aluminum: The exposure to the aluminum 
vapor must be short enough (typically of 
the order of seconds) so that the aluminum 
nucleates into islands separated by un- 
coated areas. The coated tips are textured 
by exposure to a directed beam of hyper- 
thermal (kinetic energy >1 eV) oxygen 
atoms and/or ions in a vacuum chamber, as 
in the previously reported method. The 
aluminum islands partially shield the un- 
derlying PMMA from oxidation and ero- 
sion by the beam, so that the cones or pil- 
lars remaining after texturing are wider 
than they would otherwise be. To some ex- 
tent, the dimensions of the hills and the dis- 
tances between them can be tailored 
through choice of the thickness of the alu- 



WITHOUT ALUMINUM COATING 



WITH ALUMINUM COATING 


These Scanning Electron Micrographs show the 
results of oxygen-beam texturing of the tips of 
two PMMA optical fibers: one that was not 
coated and one that was sparsely coated with 
aluminum. 

minum coat and/ or the oxygen-beam flu- 
ence. The figure illustrates an example of 
texturing of the tip of a PMMA optical fiber 
without and with prior aluminum coating. 

This work was done by Bruce A. Banks of 
Glenn Research Center. Further informa- 
tion is contained in a TSP (see page 1 ). 

Inquiries concerning rights for the commer- 
cial use of this invention should be addressed 
to NASA Glenn Research Center, Innovative 
Partnerships Office, Attn: Steve Fedor, Mail 
Stop 4-8, 21 000 Brookpark Road, Cleveland, 
Ohio 44135. Refer to LEW-17975-1. 


§ Tool for Two Types of Friction Stir Welding 

The same mechanism could be used for conventional or self-reacting FSW. 

Marshall Space Flight Center, Alabama 


A tool that would be useable in both 
conventional and self-reacting friction 
stir welding (FSW) has been proposed. 
The tool would embody both a prior 


tooling concept for self-reacting FSW 
and an auto-adjustable pin-tool (APT) 
capability developed previously as an 
augmentation for conventional FSW. 


Some definitions of terms are prereq- 
uisite to a meaningful description of the 
proposed tool. In conventional FSW, de- 
picted in Figure 1, one uses a tool that 
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